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Purpose: To evaluate the incidence rate and indications for explantation ofVerisyse phakic 
intraocular lenses (pIOLs) over a 13.6 year period. 

Subjects and methods: Case series describing six cases of explantation ofVerisyse pIOLs, 
out of 213 eyes with Verisyse pIOLs, implanted over a 13.6 year period by one surgeon at one 
institution, with mean follow-up of 5.6 years per eye. 

Results: Four pIOLs were removed to facilitate extraction of a visually significant cataract, 
one was removed due to both cataract formation and development of corneal decompensation, 
and another was removed due to development of localized peripheral corneal decompensation. 
The incidence rate of pIOL removal was five per 1 ,000 patient-years with pIOL. Mean time from 
insertion of pIOL to cataract removal was 9.3 years (range 4.0-12.6 years). Mean time from 
insertion ofpIOL to development of corneal decompensation was 10 years (range 6.9-13 years). 
There was no increase in the rate of cataract extraction in the pIOL population compared to 
the general population. 

Conclusion: Cataracts may develop in patients with pIOLs, necessitating removal of the 
pIOL. Corneal decompensation is a serious complication that appears to be directly related 
to pIOLs. Corneal decompensation can occur up to 13 years following implantation of pIOLs, 
and long-term follow-up is important to monitor for this complication. 
Keywords: Verisyse lens, Artisan lens, phakic IOL, corneal decompensation, cataract 

Introduction 

The Verisyse® phakic intraocular lens (pIOL), manufactured by Abbott Medical Optics 
(Santa Ana, CA, USA), is reported to provide excellent refractive outcomes, predict- 
ability, and stability, with few complications. M However, despite the advantages and 
benefits of this procedure, serious complications have been reported, including cor- 
neal decompensation, 5-7 elevated intraocular pressure, 1 - 4 endophthalmitis, 1 and retinal 
detachment. 24 Cataract formation has also been reported, and is one of the most com- 
mon indications for removal of pIOLs. 

The Verisyse pIOL was approved by the US Food and Drug Administration (FDA) 
for correction of moderate-to-high myopia in 2004. Our institution has been using 
these lenses since 1999 as part of the FDA-supervised Clinical Investigation of the 
Artisan Myopia Lens undertaken by Ophtec USA (Boca Raton, FL, USA). 8 We fol- 
lowed 213 eyes of 121 patients who have received Verisyse pIOLs over a 13.6 year 
period, with a mean follow-up of 5.6 years per eye. Of the 121 patients, 70.2% have 
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continued to be followed up as recently as within the last year, 
and 83.3% have been followed up within the last 2 years. 
We report all (six) cases of pIOL explantation encountered 
during this 13.6 year period; reasons for explantation include 
visually significant cataracts or corneal decompensation. The 
patient was considered to have a visually significant cataract 
if there was a loss of three or more lines of corrected distance 
visual acuity (CDVA), which necessitated surgical removal 
of the cataract. Corneal decompensation was defined as 
corneal swelling that caused visual disturbances and loss of 
best-corrected visual acuity. 

Case reports 

Case I 

A 45-year-old woman presented to the Moran Eye Center 
in 1999, interested in refractive surgery for severe myopia. 
She had a spherical equivalent (SE) of -6.875 in the right 
eye and -1 1.875 in the left eye. At the time of presentation, 
the Verisyse pIOL was being evaluated by an FDA Phase III 
clinical trial, and the patient received a pIOL in the left eye 
through this study. Postoperative CDVA was 20/20 with an 
SE of -1.75. The patient elected for laser-assisted in situ 
keratomileusis (LASIK) in the right eye approximately a year 
later. She subsequently developed a visually significant pos- 
terior subcapsular cataract (PSC) in the right eye 5 years after 
LASIK, and underwent cataract extraction and intraocular 
lens implantation. Ten years after left pIOL implantation, the 
patient began to develop a nuclear sclerotic cataract (NSC) in 
the left eye. Three years later (13 years postimplantation), the 
left CDVA had decreased to 20/50+2, and it was decided that 
cataract surgery was necessary. The pIOL was removed and 
phacoemulsification with posterior chamber intraocular lens 
(PCIOL) placement was performed on the left eye. At the 
most recent follow-up 5 months after removal of the pIOL, 
CDVA in the left eye was 20/20 and SE was piano. 

Case 2 

A 35-year-old man with a history of right retinal detachment, 
repaired with scleral buckle 20 years ago, presented to the 
Moran Eye Center in 2000 desiring correction for severe 
myopia. A Verisyse pIOL was implanted in the left eye as part 
of the Verisyse FDA clinical trial. Preoperative endothelial 
cell density in the left eye was 2,146 cells/mm 2 . Three years 
later, a Verisyse pIOL was implanted in the right eye for myo- 
pia, with preoperative right SE of-15.125 and preoperative 
endothelial cell density of 2,053 cells/mm 2 . Postoperative right 
uncorrected distance visual acuity (UDVA) was 20/20. Ten 
years later, the patient developed cloudy vision in the right 



eye with CDVA of 20/30-. Slit-lamp examination identified 
corneal edema in the right eye. Right endothelial cell density 
was 1 ,364 cells/mm 2 . The patient was medically managed with 
prednisolone acetate 1% eyedrops, Muro® 128 5% eyedrops 
(Bausch and Lomb, Rochester, NY, USA) and ointment for 
6 months, with improvement of vision. However, after 2 years, 
the patient's vision worsened to counting fingers, correctable 
only to 20/100. Slit-lamp examination identified increasing 
corneal edema (Figure 1) and early nuclear sclerosis. The 
patient underwent explantation of the pIOL, cataract extrac- 
tion with placement of PCIOL, and Descemet's stripping 
automated endothelial keratoplasty (DSAEK). At the most 
recent examination, 4 weeks after surgery, the cornea was 
clear centrally, in the area of the DSAEK graft, with remaining 
peripheral corneal edema. The right eye CDVA was 20/25, 
and SE was +1.125. 

Case 3 

A 45-year-old woman presented to the Moran Eye Center 
in 2002 for correction of high myopia, with SE of -11.75 
in the right eye and -7.75 in the left eye. Verisyse pIOLs 
were implanted in both eyes, 4 months apart, in the FDA 
Verisyse clinical trial. Postoperative CDVA was 20/20 in the 
right eye and 20/25+2 in the left. Ten years later, on routine 
follow-up, the patient reported decreased vision in the right 
eye, with a CDVA of 20/60. Slit-lamp examination identified 
nuclear sclerosis in the right eye. The patient subsequently 
underwent pIOL explantation and cataract extraction, with 
PCIOL placement in the right eye. At the last examina- 
tion, 1 year after pIOL removal, CDVA was 20/20+, and 
SE was -0.75 in the right eye. The patient has reported no 
problems post-pIOL in the left eye. 




Figure I Slit-lamp photograph of the right eye, showing Verisyse lens implant and 
diffuse inferior corneal edema (case 2). Vertical enclavation was selected, because 
the patient had against-the-rule astigmatism, so a temporal incision would improve 
rather than exacerbate the astigmatism. 
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Case 4 

A 5 3 -year-old woman was referred in 2003 for correction of 
high myopia, withSE of-15.75 and-14.375 in the right and 
left eyes, respectively. The patient underwent uncomplicated 
pIOL implantation in both eyes, 9 months apart, as part of the 
Verisyse FDA clinical trial. At 2-year follow-up, the CDVA 
was 20/20 with SE of 0. 125 in the right eye, and 20/20-2 with 
SE of 0.625 in the left eye. Seven years after implantation 
of the right pIOL, the patient was found on annual exam 
to have developed trace nuclear sclerosis in the right eye. 
Two years later, right CDVA was 20/50-2 and left CDVA 
was 20/25-2. Slit-lamp examination identified 2+ nuclear 
sclerosis and PSC in the right eye, and a 1-2+ NSC in the 
left eye. There were no known comorbidities in this patient. 
The patient subsequently underwent right pIOL explantation 
and cataract extraction, with PCIOL placement. At the most 
recent follow-up, 2 weeks after surgery, the patient's CDVA 
was 20/20 in the right eye, and SE was -0.75. 

Case 5 

A 23 -year-old man with microspherophakia presented in 2006 
for correction of high myopia, with SE of-14.375 and -14.25 
in the right and left eye, respectively. Preoperative anterior 
chamber depth (ACD), measured from the epithelium, was 2.87 
mm in the right eye and 2.80 mm in the left eye. Preoperative 
mean endothelial cell density was 3,077 cells/mm 2 in the right 
eye and 2,825 cells/mm 2 in the left eye. The patient subse- 
quently underwent pIOL implantation, in the right and left 
eyes, 2 months apart. At 4-year follow-up, UDVA was 20/25 
in both eyes. ACD was 2.46 mm in the right eye and 2.30 mm 
in the left eye. Mean endothelial cell density was 2,890 cells/ 
mm 2 in the right eye and 2,785 cells/mm 2 in the left eye. 

In 2012, on routine follow-up, the patient reported 
worsening visual acuity in the right eye, associated with 
irritation and dryness. The patient admitted to rubbing 
the right eye secondary to localized irritation. UDVA in 
the right eye was 20/100, correctable to 20/80. Slit-lamp 
examination showed localized peripheral edema and bullous 
changes in the superonasal region of the cornea. The nasal 
enclavation site appeared closer to the corneal endothe- 
lium and less securely attached than the temporal site. The 
patient was treated with prednisolone acetate 1%, Muro 
128 5% and Combigan* eyedrops (Allergan, Inc., Irvine, 
CA, USA) in the right eye for elevated IOP - 24 mmHg. 
The left eye did not require these treatments. Two weeks 
later, the corneal edema had only slightly improved, and it 
was decided to remove the right pIOL. At the most recent 
follow-up, 10 weeks post-pIOL removal, CDVA was 20/80, 



with SE of -12.50. The corneal edema was significantly 
improved. The lower-than-expected visual acuity was 
attributed to a combination of residual corneal edema, irregu- 
lar astigmatism, and a secondary glaucoma associated with 
microspherophakia. The patient has been referred for further 
glaucoma workup and a fitting of rigid gas-permeable contact 
lens to see if this will improve his vision. 

Case 6 

A 51 -year-old woman presented in 2008 for correction of 
high myopia, with SE of-7.125 in the right eye and -8.5 in 
the left. The patient underwent pIOL implantation in both 
eyes, 1 month apart. Postoperative CDVA at 2 months was 
20/20-2 with SE of -0. 125 in the right eye, and 20/25-2 with 
SE of -0.25 in the left eye. A year later, on routine follow-up, 
trace nuclear sclerosis and PSCs were identified in both eyes, 
worse in the right than the left. The patient was followed at 
6-month intervals for 2 years, until it was decided to remove 
the cataract in the right eye. Preoperative right CDVA was 
20/30-. The patient underwent uncomplicated pIOL removal 
and phacoemulsification with PCIOL insertion. Postoperative 
right CDVA at 6 weeks was 20/20, with SE of -0.75. 

Results 

Over a period of 13.6 years, our institution has implanted 
Verisyse pIOLs in 213 eyes (69 eyes from men and 144 eyes 
from women) of 121 patients (42 men and 69 women), with 
a mean follow-up of 5.6 years per eye. The average age of 
implantation was 40.89 years. The occurrence of cataract 
formation in this patient population was 2.3% (five of 213), 
and the occurrence of corneal decompensation requiring lens 
removal was 0.9% (two of 213). The incidence rate was cal- 
culated using total patient-years with the pIOL. The incidence 
rate of cataract formation was 4.2 per 1 ,000 patient-years, 
and the incidence rate of corneal decompensation was 1 .7 per 
1,000 patient-years. The overall incidence of pIOL removal 
was 5.0 per 1,000 patient-years. Clinical findings in patients 
who underwent pIOL removal are summarized in Table 1 . 

In the five patients who developed visually significant 
cataracts, the mean duration from pIOL insertion to pIOL 
removal was 9.3 years (range 4.0-12.6 years), and the mean 
age at visually significant cataract requiring surgical removal 
was 55 years (range 46-62 years). Three patients (cases 1, 2, 
and 3) developed NSCs, and two (cases 4 and 6) developed 
both NSCs and PSCs. The surgical approach for the patients 
who developed visually significant cataracts started with an 
initial temporal incision to disenclavate the haptics of the 
lens. A large superior wound was then created to explant the 
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Table I Clinical findings in patients who underwent extraction of Verisyse phakic intraocular lens (plOL) 



Case 


Eye 


Preop SE, 


plOL power, 


Indication for 


Age at removal, 


Time from insertion 


CDVA after 






diopters 


diopters 


removal 


years 


to removal, years 


removal 


1 


L 


-1 1.875 


-12.0 


Cataract (NSC) 


57 


12.6 


20/20 


2 


R 


-15.125 


-15.0 


Cataract (NSC), corneal 


46 


1 3 


20/25 










decompensation 








3 


R 


-1 1.75 


-12.0 


Cataract (NSC) 


55 


10.7 


20/20+ 


4 


R 


-15.75 


-16.0 


Cataract (NSC, PSC) 


62 


9.3 


20/20 


5 


R 


-14.375 


-13.5 


Corneal decompensation 


29 


6.9 


20/80 


6 


R 


-7.125 


-13.0 


Cataract (NSC, PSC) 


55 


4.0 


20/20 



Abbreviations: CDVA, corrected distance visual acuity; SE, spherical equivalent; PSC, posterior subcapsular cataract; NSC, nuclear sclerotic cataract; L, left; R, right. 



plOL, with the added advantage of reducing with-the-rule 
astigmatism in these eyes. Phacoemulsification and PCIOL 
insertion were subsequently performed using the initial 
temporal incision. In the four patients (cases 1,3,4, and 6) 
who developed a cataract without corneal decompensation, 
CDVA following plOL removal was 20/20 or better. There 
were no instances of refractive surprise. 

Discussion 

Visually significant cataract formation has been cited as a 
complication of Verisyse/ Artisan plOL implantation. 2,4 Our 
occurrence rate of 2.3% is consistent with prior reports in 
the literature. A 3-year FDA clinical trial found develop- 
ment of cataracts in 1.5% (two of 137) of eyes with Artisan 
pIOLs. 4 A 5-year follow-up of 399 Artisan pIOLs identified 
cataract formation in two patients (0.5%), 2 and a 3.5-year 
study of 160 patients identified cataract development in 
3.42% of patients with pIOLs. 9 A more recent study identi- 
fied visually-significant cataract formation requiring surgery 
in four eyes (7.5%) over 6 years. 10 Studies have suggested a 
causal relationship between pIOLs and cataract formation, 
theorizing that the close approximation of the plOL to the 
crystalline lens may cause cataract formation, 7 or that the 
lens may become cloudy due to surgically induced trauma 
during plOL insertion. 11 

Although cataract formation with the use of pIOLs has 
been documented, the relationship between plOL implanta- 
tion and cataract development has not been clearly shown. We 
are unconvinced that pIOLs contribute to cataract formation. 
The NSCs and PSCs in our fourpIOL patients who developed 
cataracts only are more likely age-related than pIOL-related. 
The reported 10-year incidence of cataract surgery in adults 
at least 49 years of age is 17.8%, and in adults ages 55-64 
is 9.1%. 12 The mean age of our total patient population was 
47.7 years. However, our four post-pIOL patients with visu- 
ally significant cataract and without corneal decompensation 
were between 55 and 62 years of age. Of our total population, 



59 patients were between the ages of 55 and 64 years, for an 
occurrence of cataract surgery in this age-group of four of 
59 or 6.8%. We have found that in our patients, pIOLs did 
not increase the occurrence of cataract surgery above what 
is expected for age in the general population. 

The patients with pIOLs who developed cataracts may 
have had additional risk factors for cataract development, 
such as high myopia or corticosteroid use. The patient 
discussed in case 1 received a plOL in the left eye only, 
but subsequently developed visually significant cataracts in 
both eyes. The youngest patient requiring cataract extraction 
in our series was 46 years old (case 2); however, he was 
treated extensively with steroids for corneal edema before 
the NSC developed. While prednisolone acetate eyedrops 
typically cause PSC, the chronic ophthalmic steroid use may 
have contributed to the development of nuclear sclerosis. 
Additionally, patients requiring pIOLs for correction of high 
myopia may be inherently more likely to develop cataracts. 
There is evidence of a significant association between high 
myopia and development of both nuclear cataract and PSCs. 13 
Cataract development was found to be four times more 
frequent in patients with high myopia than in the general 
population. 9 Additionally, the majority of pIOL-associated 
cataracts are anterior subcapsular cataracts, and the strongest 
correlation is between posterior chamber pIOLs and anterior 
subcapsular cataracts. 11 None of our patients developed ante- 
rior subcapsular cataracts, supporting our theory that pIOLs 
did not cause cataracts in our patients. 

The risk of corneal decompensation following plOL 
implantation is well established. 2,4-714 Possible mechanisms 
for endothelial cell loss and decompensation include surgical 
trauma, early postoperative elevated intraocular pressure, 
chronic anterior chamber inflammation secondary to the 
implant, contact between the cornea and the lens haptics, 
or transient contact between the lens optic and the corneal 
endothelium. 5 Two of our 213 patients required plOL 
removal due to corneal decompensation. One of these patients 
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(case 2) had a history of retinal detachment and scleral 
buckle in the eye that developed corneal decompensation. 
There were no problems with the pIOL in the patient's other 
eye. The preoperative endothelial cell density in the eye with 
corneal decompensation was 2,053 cells/mm 2 , lower than in 
the other eye. The low endothelial cell density may be sec- 
ondary to prior ocular surgery. Endothelial cell loss is known 
to occur at a faster rate in those with pIOLs. A 3-year study 
reported a mean loss of 1.8% per year; 4 however, a more 
recent study reported a mean endothelial cell loss of 6.9% 
after 10 years. 10 Low preoperative endothelial cell density 
is a contraindication for pIOL use. This patient was treated 
with pIOL removal and DSAEK, and has recovered nicely, 
with a most recent CDVA of 20/25. 

The second patient with corneal decompensation 
(case 5) received a pIOL at age 23 years for correction of 
microspherophakia. At the time of insertion of the pIOL, the 
patient's ACD was 2.87 mm, which met the manufacturer's 
recommendation of a minimum depth of 2.6 mm at the time 
of the surgery in 2006. 15 Smaller ACD is correlated with 
increased endothelial cell loss, 16 and the current recommen- 
dation for minimum ACD is 3.2 mm. Four years after implan- 
tation, the right ACD was 2.46 mm, and right endothelial cell 
density was 2,890 cells/mm 2 . There was a larger decrease in 
endothelial cell density in the right eye compared to the left 
eye, and the distance between the corneal endothelium to the 
site of pIOL enclavation was smaller in the right eye com- 
pared to the left. At this time, there was no evidence of corneal 
decompensation. The small ACD may have contributed to 
the corneal edema in this patient. On examination, 6 years 
after implantation, the nasal enclavation site in the right eye 
appeared to be less securely attached than the temporal site. 
It is possible that this instability led to the localized edema 
in the superonasal region of the cornea. We also considered 
the possibility of Brown-McLean syndrome in this patient as 
the cause of peripheral edema, although this patient lacked 
the characteristic endothelial pigmentation. Brown-McLean 
syndrome is most often associated with intracapsular lens 
extraction, 17 although it has been reported in eyes with phakic 
anterior chamber intraocular lens. 18 In our patient, removal 
of the pIOL resulted in improvement in visual acuity and 
corneal edema, though his uncorrected vision may be limited 
due to corneal astigmatism and glaucoma. 

Our institution has been using the Verisyse pIOL for 
13.6 years, with a mean follow-up of 5.6 years. To our 
knowledge, there has not been a similar study reported 
with a longer follow-up time. We have been using these 
lenses since 1999 as part of the FDA clinical trial, 5 years 



before they gained FDA approval. Long-term follow-up is 
important for pIOL patients, as our two patients with corneal 
decompensation did not develop corneal edema until 6 and 
13 years after implantation. We believe that it is important 
to report that serious complications can occur even after a 
decade of use with no problems. Additionally, our study 
contributes prognostic data following pIOL removal. The 
four patients who developed visually significant cataracts all 
attained CDVA of 20/20 following pIOL removal and PCIOL 
insertion. In the patients with corneal decompensation, the 
first attained CDVA of 20/25 following pIOL removal. The 
second patient's CDVA was 20/80 following pIOL removal; 
however, we believe this may be partially attributed to comor- 
bidities secondary to the patient's microspherophakia. 

In conclusion, our institution has seen a relatively low rate 
of pIOL removal over the last 14 years. However, the cases 
we report suggest that pIOLs are not without risk. Cataracts 
may develop in patients with pIOLs, necessitating removal 
of the pIOL. The role of pIOLs in cataract formation is 
unclear; however, the individual risk of cataract development 
should be considered prior to pIOL implantation. Corneal 
decompensation continues to be a serious complication that 
appears to be directly related to the pIOL. It is necessary to 
monitor patients for early signs of corneal decompensation. 
Corneal decompensation usually requires removal of the 
pIOL. In general, Verisyse lenses are shown to be effective 
and predictable, and remain a refractive surgical option for 
patients with high myopia. Good long-term follow-up should 
be ensured to monitor these patients for complications neces- 
sitating removal of the implant. 
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